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Electrical installation should -only'?'be'dO..nfe‘;'by a qualified person. Standard safe

1 SENSOR IRRIGATION

Before first installation
irrigate the sensor for
24 hours. £

Soak the sensor liner
before installation

Irrigation of the sensor
under operational conditions
with a wetted full pipe

Wait °

2 SENSOR INSTALLATION
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Installation methods

3 GROUNDING

a) PLASTIC PIPE (Grounding with earthing ring) Washsis mustag:
used for earthing ring
Ensure continuity installations
of earth between sensorg,-
ring, pipe and liquid ’ A : You must use a conductor
‘ l o l with a minimum

cross-section of 1,5mm?2
of Copper wire for all
grounding.

Remember to earth

Earthing rings must be the cablle
used for plastic pipe Grounding of
installation the neck

b) CONDUCTIVE PIPE (Grounding without earthing rings )

Nuts and bolts must
be tightened using a
spanner. Finger tight ©
has no effect
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You must use washers for

Contact point must be See also the installation/operational manual. . - -
earthing cable /installation

properly cleaned from rust,
paint, etc.






